Two-color, two-photon imaging at long excitation wavelengths using a diamond Raman laser

<table>
<thead>
<tr>
<th>Journal:</th>
<th>Microscopy and Microanalysis</th>
</tr>
</thead>
<tbody>
<tr>
<td>Manuscript ID</td>
<td>Draft</td>
</tr>
<tr>
<td>Manuscript Type:</td>
<td>Original Article</td>
</tr>
<tr>
<td>Date Submitted by the Author:</td>
<td>n/a</td>
</tr>
</tbody>
</table>
| Complete List of Authors: | Trägårdh, Johanna; University of Strathclyde, Centre for Biophotonics, SIPBS  
                          | Murtagh, Michelle; University of Strathclyde, Centre for Biophotonics, SIPBS; Macquarie University  
                          | Robb, Gillian; University of Strathclyde, Centre for Biophotonics, SIPBS  
                          | Parsons, Maddy; King\’s College London  
                          | Lin, JiPeng; Macquarie University  
                          | Spence, David; Macquarie University  
                          | McConnell, Gail; University of Strathclyde, Strathclyde Institute of Pharmacy and Biomedical Sciences |
| Keywords:         | Nonlinear microscopy, Fluorescence microscopy, Raman lasers, Fluorescent proteins |
Two-color, two-photon imaging at long excitation wavelengths using a diamond Raman laser

Johanna Trägårdh,1,* Michelle Murtagh,1,2 Gillian Robb,1 Maddy Parsons,3 Jipeng Lin,2 David J. Spence,2 and Gail McConnell,1

1Centre for Biophotonics, SIPBS, University of Strathclyde, 161 Cathedral Street, Glasgow, G4 0RE, UK
2MQ Photonics, Department of Physics and Astronomy, Macquarie University, NSW 2109, Australia
3Randall Division of Cell and Molecular Biophysics, King’s College London, Guy’s Campus, London, SE11UL, UK

*Corresponding author:

Johanna Trägårdh
Centre for Biophotonics, SIPBS, University of Strathclyde, 161 Cathedral Street, Glasgow, G4 0RE, UK
Phone: +44 (0)141 548 4645
Fax: +44 (0) 141 548 4708
johanna.tragardh@strath.ac.uk

Running title: Two-photon imaging using a diamond Raman laser
Abstract: We demonstrate that the second-Stokes output from a diamond Raman laser, pumped by a femtosecond Ti:Sapphire laser, can be used to efficiently excite red-emitting dyes by two-photo excitation at 1080 nm and beyond. We image red fluorescent protein (RFP) expressing HeLa cells, as well as dyes such as Texas Red and Mitotracker Red. We demonstrate the potential for simultaneous two-color, two-photon imaging with this laser by using the residual pump beam for excitation of a green-emitting dye. We demonstrate this for the combination of AlexaFluor 488 and AlexaFluor 568. Because the Raman laser extends the wavelength range of the Ti:Sapphire laser, resulting in a laser system tunable 680 nm-1200 nm it can be used for two-photon excitation of a large variety and combination of dyes.

Key words: Nonlinear microscopy; Fluorescence microscopy; Raman lasers; Fluorescent proteins; Two-photon microscopy.

Introduction

Two-photon excitation of fluorescence allows imaging deep into tissue with minimal photodamage (Zipfel et al., 2003). Extending the excitation wavelength beyond the range of the Ti:Sapphire laser (680-1080 nm) can further reduce the scattering of tissue and thereby increase penetration depth, as shown by (Anderson & Parrish, 1981; Horton et al., 2013), as well as allow excitation of red-emitting dyes and fluorescent proteins (Drobizhev et al., 2011), e.g. mCherry, red fluorescent protein (RFP) (Drobizhev et al., 2011), and Alexa 647 (Kobat et al., 2009), and red-emitting calcium indicators. Such red-emitting dyes are increasingly being used in biomedical microscopy since they facilitate fluorescence imaging with multiple labels as well reduce interference from tissue autofluorescence (Drobizhev et al., 2011).
In this letter we use a diamond Raman laser to extend the wavelength range of a Ti:Sapphire pump laser, and demonstrate its use for two-photon imaging of red-emitting dyes. The Raman shift in diamond is $1332$ cm$^{-1}$, which substantially extends the tuning range of the Ti:Sapphire laser, in particular when using the second-Stokes emission. Such a Raman laser is therefore a means to extend the wavelength range of a type of laser that already exists in many bioimaging facilities. The laser described in this letter allows tuning of the second-Stokes emission to 1200 nm, for a pump wavelength of 900 nm. Femtosecond diamond Raman lasers emitting first Stokes (Lin & Spence, 2016; Murtagh et al., 2015) and, more recently, second-Stokes (Murtagh et al., 2015b) radiation have been demonstrated, but have, to our knowledge, not been used for imaging. Analogous synchronously-pumped fiber Raman lasers have also recently been developed (Churin et al., 2015).

This setup also generates a two color output, by using the residual pump beam along with the Raman-shifted laser output. Two-color laser systems are attractive for multiple wavelength excitation (because of the spread of peak wavelengths of two-photon absorption cross sections (Drobizhev et al., 2011)) and photo-activation experiments as well for as multimodal imaging (Chu et al., 2001), combining e.g. second or third harmonic generation (SHG, THG) with fluorescence imaging. We demonstrate dual wavelength imaging using the residual pump beam to excite the green-emitting Alexa 488 and the Raman laser to excite the red-emitting Alexa 568.

An alternative to a Raman laser for extending the wavelength range of the Ti:Sapphire laser and providing two excitation wavelengths simultaneously, is an optical parametric oscillator (OPO) which, however, if continuous tuning is required is more complicated due to the requirement for phase-matching in the OPO crystal (Linnenbank & Linden, 2014) and the need for cavity realignment because of the beam walk-off resulting from angle tuning. Cr:Forsterite lasers (Sun et
al., 2004) provide tunable emission in the range 1220-1270 nm, but no residual pump beam for excitation of green-emitting dyes.

**Materials and Methods**

*Sample preparation*

We performed two-photon imaging of HeLa cells expressing RFP-Lifeact. The cells were maintained as previously described (Jayo et al., 2012). The cells were fixed for 20 minutes using 3.7% paraformaldehyde (Sigma-Aldrich) in PBS and washed twice in PBS. The coverslip was then mounted using Vectashield Hard-Set Mounting Medium (Vector Laboratories).

We also imaged FluoCells prepared slides (Life Technologies) #1, #2 and #3.

*Two-photon microscopy*

The setup of the synchronously-pumped Raman laser is shown in Fig. 1. The diamond crystal (Type IIa, CVD-grown, 9 mm-long) had broadband AR-coatings, 1-3% reflectivity over 796 – 1200 nm. The Ti:Sapphire pump laser (Coherent Chameleon Ultra II) generated 200 fs pulses at 840 nm with a pulse repetition frequency of 80 MHz. The pump beam was polarized parallel to the [111] axis of the diamond crystal using a half-wave plate. The pump beam was focused through the input mirror M1 into the center of the diamond crystal, using a 150 mm focal length lens, to a focal spot radius $\omega_0 = 27 \, \mu m$. The spot size was adjusted using a beam expander. The Raman laser was configured as a ring cavity, consisting of two concave mirrors (M1 and M2, radius of curvature (ROC) = 200 mm, separated by approximately 210 mm) and two plane mirrors (M3 and M4). The mirror coatings are specified in Fig. 1: the cavity was high-Q for the Stokes wavelengths, and had a 30% output coupler for the second-Stokes wavelengths. The laser was continuously tuned by tuning the pump laser and adjusting the cavity length by translating...
mirror M4 to match the round-trip time for each emission wavelength to the pulse period of the pump laser.

With this choice of input mirror, the second-Stokes output could be tuned from 1080 nm to 1200 nm for pump wavelengths from 840 nm to 900 nm (Fig. 2(a)). The spectra were measured using an optical spectrum analyser (HP 86140A). The second-Stokes wavelength was not always exactly two Stokes shifts longer than the pump center wavelength owing to spectral broadening of the Stokes field by self-phase modulation (Murtagh et al., 2015b). The output power of the second-Stokes emission is shown in Fig. 2(b) and was up to 80 mW, making the laser suitable for two-photon imaging of biological specimens. At pump wavelengths above 900 nm the laser emitted the first Stokes, extending the tuning range on the short wavelength side down to 1035 nm. The pulse durations for the second-Stokes output pulses using pump wavelengths of 840 nm and 890 nm were measured to be 1.0 ps using an autocorrelator (APE Carpe) and assuming a Gaussian pulse shape. The detailed dynamics and characteristics of this type of diamond Raman laser is described in (Murtagh et al., 2015b). We note that the bandwidth and output power presented here is much smaller than in (Murtagh et al., 2015b), likely because of a somewhat lower quality diamond crystal. For imaging however, the main concern is the pulse length, which was similar to (Murtagh et al., 2015b).

For the imaging experiments, the Raman laser output was filtered by a 1000 nm long pass (LP) filter (Thorlabs FEL1000) to remove the pump laser light and coupled into a home built scanning multi-photon microscope. The microscope has been previously described in (Trägårdh et al., 2015). The residual pump laser output was also coupled into the microscope and overlapped with the Raman laser emission using a flip mirror. The light was focused using a Nikon Plan Apo 60X NA1.4 oil immersion objective or a Nikon Fluor S 40X NA1.3 oil immersion objective. The
pulse length for the Raman laser was measured to be 1 ps at 1080 nm at the sample plane, and
the pulse length of the residual pump pulse was measured to 230 fs. The generated two-photon
fluorescence signal was collected in transmission by the condenser lens (NA 0.8) and filtered
using a 700 nm short pass filter (E700SP, Chroma Technology). To detect emission from Alexa
488 excited by the residual pump beam, we further used a 525/39 nm band pass filter (Semrock,
Brightline). The signal was detected using a photomultiplier tube (Thorlabs PMM02). The image
had 500x500 pixels with a pixel dwell time of 10 µs and we used a frame average of 4. For
imaging FluoCells slide #1 and #2 and for measuring the power dependence of the fluorescence
signal, the image had 500x500 pixels with a pixel dwell time of 20 µs. For comparison, two-
photon fluorescence images of RFP expressing cells were also obtained using a commercial OPO
at a wavelength of 1080 nm, a pulse duration of 280 fs at the sample plane, a bandwidth of 25
nm and a repetition frequency of 80 MHz (Coherent Chameleon OPOVis).

Results and Discussion

Figure 3 shows a two-photon fluorescence image of RFP-Lifeact in a fixed HeLa cell. The RFP-
Lifeact transfection results in specific RFP labelling of F-actin, and for these cells we can clearly
see the filopodia in the red detection channel. This image clearly shows that two-photon imaging
is possible using the second-Stokes pulses from the diamond Raman laser without pulse
compression.

We compared the efficiency of excitation with the Raman laser and the OPO by imaging a fixed
RFP expressing cell (data not shown). The signal level for the same time-averaged excitation
power was four times higher for excitation with the OPO, as could be expected from the four
times shorter pulse length of the OPO. In future work, it would be desirable to generate shorter
pulses from the diamond Raman laser; this may be possible using separate cavity length control for the first- and second-Stokes field to produce a compressible second-Stokes output pulse (Murtagh et al., 2015b).

We confirmed that the contrast in the image was from a two-photon excitation process by acquiring a series of images at different excitation powers. The average slope of a linear fit to the log-log plot of the signal for 10 regions of interest across 3 samples was $1.7 \pm 0.1$, confirming the second order process.

We used the laser for two-colour imaging, exciting Alexa 568 using the Raman laser and Alexa 488 using the residual pump beam (Fig. 4(c)). The image is an overlay of the images acquired using the excitation at 1080 nm and the residual pump at 840 nm. We also used the output from the Raman laser to successfully excite Texas Red, and Mitotracker Red (Fig. 4) as well as Alexa 594 and ds-Red (data not shown) thereby demonstrating the versatile use of the Raman laser for two-photon excitation of red-emitting dyes. Although the second-Stokes output in our laser could only be tuned between 1080 nm and 1200 nm, a different choice of mirror coatings would allow other pump wavelengths to suit other dyes, as well as extend the wavelength range further, to match the wavelength range of a Cr:Forsterite laser.

**Conclusions**

In conclusion, we have demonstrated fluorescence imaging by two-photon excitation of red-emitting dyes, including RFP, using the second-Stokes output from a diamond Raman laser. We also demonstrated that the combination of the Raman output and the residual pump beam can be used for dual color imaging. The latter is important since there is quite a spread of the peak
wavelength of the two-photon absorption cross sections of different dyes, and a single laser wavelength would not suffice for imaging of samples with multiple labels.

Acknowledgments

This research was supported by the MRC grant MR/K015583/1 and Australian Research Council Linkage Project LP110200545, in association with M Squared Lasers Ltd. M. Murtagh is equally supported by an iMQRES scholarship at Macquarie University and a studentship at University of Strathclyde. The dataset associated with this research is available at https://pure.strath.ac.uk.

References


**Figure Captions**
Fig 1: (a) Layout of the Raman laser. l/2: half-wave plate, BE: beam expander for mode matching, L1: focusing lens, M1: ROC = 200 mm, 1.5%R @ 840-900nm, HR 940-1300nm, M2: ROC = 200 mm, HR @ 840-900nm, HR 940-1300nm M3: plane mirror, HR @ 940-1300 nm, M4: plane mirror, output coupler, HR 940-1030nm, T=30% @ 1040-1300nm, D: diamond.

Fig 2: (a) Raman laser emission spectra for pump wavelengths from 840 nm to 900nm. The calculated positions of the second-Stokes wavelengths are indicated in the figure (red lines and crosses). (b) Raman laser output and pump power.

Fig 3: False color image of an RFP-Lifeact expressing HeLa cell. The excitation wavelength is 1080 nm (11 mW) and we used a 40X NA1.3 objective lens. Scalebar is 25 μm.

Fig 4: False color image of (a) BPAE cells with the F-actin labelled with Texas Red (FluoCells slide #2). Excitation wavelength: 1100 nm (13 mW), 40X NA1.3 objective lens. (b) BPAE cells with the mitochondria labelled with Mitotracker Red CMXRos (FluoCells slide #1). Excitation wavelength: 1130 nm (16 mW), 60X NA1.4 objective lens. (c) Cryostat section of mouse kidney stained with Alexa Fluor 488 (green) and Alexa Fluor 568 (red) (FluoCells slide #3). The excitation wavelengths are 1080 nm (13 mW) and 840 nm (11 mW), 60X NA1.4 objective lens. Scalebars are 50 μm.
(a) Layout of the Raman laser. L/2: half-wave plate, BE: beam expander for mode matching, L1: focusing lens, M1: ROC = 200 mm, 1.5%R @ 840-900nm, HR 940-1300nm, M2: ROC = 200 mm, HR @ 840-900nm, HR 940-1300nm M3: plane mirror, HR @ 940-1300 nm, M4: plane mirror, output coupler, HR 940-1030nm, T=30% @ 1040-1300nm, D: diamond.
(a) Raman laser emission spectra for pump wavelengths from 840 nm to 900 nm. The calculated positions of the second Stokes wavelengths are indicated in the figure (red lines and crosses). (b) Raman laser output and pump power.
False color image of an RFP-Lifeact expressing HeLa cell. The excitation wavelength is 1080 nm (11 mW) and we used a 40X NA1.3 objective lens. Scalebar is 25 µm.
False color image of (a) BPAE cells with the F-actin labelled with Texas Red (FluoCells slide #2). Excitation wavelength: 1100 nm (13 mW), 40X NA1.3 objective lens. (b) BPAE cells with the mitochondria labelled with Mitotracker Red CMXRos (FluoCells slide #1). Excitation wavelength: 1130 nm (16 mW), 60X NA1.4 objective lens. (c) Cryostat section of mouse kidney stained with Alexa Fluor 488 (green) and Alexa Fluor 568 (red) (FluoCells slide #3). The excitation wavelengths are 1080 nm (13 mW) and 840 nm (11 mW), 60X NA1.4 objective lens. Scalebars are 50 µm.

796x781mm (72 x 72 DPI)